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ABSTRACT 


This paper discusses the operation of an electron 
paramagnetic resonance microwave spectrometer and gives 
expressions for the signal obtained from a paramagnetic 
sample with RF susceptibility y = x~ix* Calculations 
are made to the second order of and x • Also studied 
are the effect of relative microwave power in the signal 
arm and in the bias or reference arm of the microwave 
bridge, and the effects of crystal detector characteristics 
on the optimum cavity reflection coefficient. Expressions 
for signals are developed for balanced-bridge operation 
with small phase or amplitude unbalance and for bridge op- 
eration with biasing arrangements for the detecting crystal. 
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THE OPERATION OF AN ELECTRON 
PARAMAGNETIC RESONANCE SPECTROMETER 


by 

F. E. Geiger, Jr. 

Goddard Space Flight Center 


INTRODUCTION 

A number of papers have discussed electron paramagnetic resonance (EPR) microwave bridge 
spectrometers and the signals obtained from them for substances with RF susceptibility x ~ x ~ • 

This paper attempts, in a general manner, to derive the optimum conditions for observing the dis- 
persion and absorption signal due to this complex susceptibility in a general way without recourse 
to the special relation between the power p absorbed by the spin system, and the absorptive part 
of the complex susceptibility, x"- That is, P = 2 (M* x v s > where gj is the angular frequency, n t is 
the amplitude of the magnetic radio frequency field, and V s is the volume of the paramagnetic 
sample. The signal from the bridge is obtained to the second order of x' and x", and the effect of 
detection crystal bias on these unwanted terms is discussed. 

The results are compared with those obtained by Weger (Reference 1) for signals containing 
second-order terms of the dispersion and absorption. Spectrometer signal voltages are obtained 
for balanced bridge operation (square-law detection) and for operation with proper biasing voltages 
on the crystal detector (’’linear 1 ’ detection). The optimum value of the cavity reflection coefficient 
for maximum signal is examined as a function of crystal characteristics and of the relative amounts 
of power in the sample and reference or biasing arm of the microwave bridge. The analysis of the 
bridge circuit proceeds according to Goldsborough and Mandel (Reference 2). 


CALCULATION OF RESONANCE SIGNAL 

In calculating the resonance signal, a simple microwave bridge configuration as shown in Fig- 
ures 1 and 2 is assumed. Figure 1 represents the usual magic ”T” bridge in which crystal bias 
and bridge balance are obtained with the slide-screw tuner in the reference are or with an equiva- 
lent arrangement (Reference 3). Figure 2 illustrates a similar arrangement where the reference 
arm is replaced with a separate bias arm (References 3 and 4). Both circuits use a reflection 
cavity containing the paramagnetic sample. The cavity -coupling system, transmission line (wave- 
guide), and signal generator may be represented by the usual lumped- constant equivalent circuit 
(References 2, 5, and 6) as shown in Figure 3, with components R, L, C, and characteristic line 
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ATTENUATOR PHASE SHIFTER 



Figure 2 — Microwave bridge with 
circulator and bias arm. 


impedance Z 0 . It is convenient to express the 
equivalent cavity parameters in terms of ex- 
perimentally determinable Q-f actors and to cal- 
culate the microwave signal derived from the 
paramagnetic sample in terms of these Q-factors. 
They are defined as follows (Reference 2 ): 


Q u (unloaded) (ojL/R) , 

Q e (external) = (o>L/Z 0 ) , 

Q l ( loaded) = al/(z o +R). (1) 


Figure 3 — Microwave bridge equivalent circuit. We shall first calculate the signal reflected 

from the cavity, and then find the total voltage 

incident on the detecting crystal. When the paramagnetic sample passes through electron spin 
resonance, the lumped parameter L of the cavity changes by (47777) L(/ - j^") (Reference 7 ), where 
a term containing the static magnetic susceptibility y 0 has been neglected. The equivalent circuit 
of the cavity and transmission line and the change in L due to the sample are shown in Figure 3 . 
The total impedance of the cavity and coupling circuit will be 


Z(cj) - R + jo;L(l + 47777 ^') + coL47Tr)x" ~ j(l /Cco) , (2) 

where 77 is a filling factor that depends on the oscillating magnetic field distribution in the cavity 
and the sample volume and jL*" and L*' are the absorptive and dispersive changes in L, respec- 
tively, due to resonance. If (l/LC) 1/2 is replaced by a> 0 , the resonance frequency of the cavity, 
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then 


Z(o>) - R + 4tttjuLx“ + jL(Acucj 0 + qj 2 ^TT'qy'^jco , (3) 

where Au = 2 (co-co 0 ), « cu 0 , and (w 2 -^ 0 2 ) - A^ 0 . The reflection coefficient r R (oj) near resonance 

of the cavity system with a paramagnetic sample will then be 

r R (*0 = [z(«)-z 0 ]/tz(«) + z 0 ] 

R- Z 0 + a)L47njx" + j [co Q L/oj) [Aoj + oAnrfx ] 

R + Z Q + ojL477'T7y m + j ( o> 0 L/w) [Ao> + aAnr]^* ] (^) 

At the cavity resonance frequency co 0 , the reflection coefficient r R0 becomes 

R ~ z o +CJ 0 L47777( x " + jy' ) 

r R0 " R +z 0 +oi 0 L47777 (x" + j x ' ) ' (5) 

Using the definitions of Q E and Q [; , Equation 5 may be written 

Q e /Qu “ 1 + Qe + ix' ) 

rR0 ~ Q e /Qu + 1 + Q e 4777 J(x" + ix' ) ’ (6) 

Equation 6 may be further simplified by using the reflection coefficient of the cavity at resonance 
without the paramagnetic sample, r o ; r o = ( R - z 0 )/( R + Z 0 ) , and the relation Qe/Qu = ( 1 + r o )/( 1 ~ r o ) : 
Thus 


2r 0 + Qu ( 1 + r o ) ( x" + i x') 47T7 ? 
rR0 “ 2 +q u (l + r 0 ) (y" + } X ')4n V 

SIGNAL DETECTION WITH LARGE CRYSTAL BIASING VOLTAGE 


We will assume that we have a microwave bridge with a separate biasing and reference arm 
similar to the bridge shown in Figure 2. The voltage of the wave incident on the cavity is V x , 
which although generally a complex quantity, can be assumed to be real without loss of generality. 
The voltage reflected from the cavity is W 1 r R0 ; the voltage in the reference arm is V 2 = v 2 The 
voltages Vp v 2 , and phase 0 can be adjusted by the appropriate attenuators and a phase shifter. 

The voltage V c at the crystal detector will be 


= V 2 


+ v r 

V 1 1 RO 


( 8 ) 
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or substituting from Equation 7 for r R0 , we obtain 


v c = V 2 ei* + v x [2r 0+Qu (l + r 0 )( x ” +j x ')4^] X [2+Q„ (l + r 0 )( x " + j x ')4777 ? ]- 1 . (9) 


If we let 




1 % ( 1 + r o) 47T1 7 


( 10 ) 


and assume that £ x ", gx' K< 1> Equation 9 can be written 


v 2 e'* + [Vj r 0 + v x g(x" + jx')] [i _ £(x" + ix') + £ 2 <x" + ix ') 2 + • ‘ ■] • 


Retaining only terms of the second order of x " and x '. Equation 11 becomes 


(ID 


v c = v 2 ei* + Vl r 0 + (i-r 0 ) Vl f(x"+j x ') - (i-r 0 ) Vl ^( x '' + ix') 2 + • (12) 


Case 1: Large Bias, Absorption 

The reference voltage is adjusted so that 4> = 0 and v 2 >v x r R0 , and so that the detecting crystal 
is biased properly. Equation 12 then becomes (to the second order of x ' and x ") 


v c = v 2 + Vi r 0 + (i-r 0 )v,«x' + ix') - (i-r 0 ) Vl f 2 (x " + j x ') 2 


(13) 


The absolute voltage at the crystal, V c , will be 


v c - ( V 2 +V 1 r o) + Sx" + ^(x' 2 -x" 2 ) + (t) (vf+VjT 0 


(14) 


where £ s ( 1 “ r o) v i^ r - ^ case > the main signal is the absorption component of the RF 
susceptibility. 


Case 2: Large Bias, Dispersion 

Bridge adjustment for observation of the dispersion signal is made by making <f> = 90 degrees 
and V 2 = V' e i4> . Note that v 2 # of Case 2 and V 2 of Case 1 are not necessarily equal, since the total 
bias voltage at the crystal must be the same in both cases. This condition depends on the reflected 
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power from the cavity. In this case Equation 12 becomes 


v c " i v a' + v i r o + £(x" + ix') ~ S£(x" + ix' ) 2 


( 15 ) 


and the square of the absolute voltage at the crystal becomes 

V 2 = v 2 <2 + Vl 2 r 0 2 + 2v 2 ' + 2fVj r 0 x * + £ 2 ( x " 2 + x' 2 ) + 2££v x r 0 ( x - 2 - x " 2 ) - 4 krv 2 ' x "x' . (ie) 

With the same crystal bias for observation of absorption and dispersion signals, it follows 
from Equations 14 and 16 that we must have, 


( v 2 +v i r 0 ) 2 = v 2 ' 2 + Vl 2 r 0 2 , 


(17) 


or 

v a = V 2 [l + 2(V 1 /V 2 )r 0 ] 1/2 . 
Substituting the value of v 2 ' into Equation 16, we obtain 


v c 2 = ( v 2 + v i r o) 2 + 2V 2 [l + aCVj/v^rJ^ + 2^Vj r 0 x * + £ 2 ( x " 2 + x ' 2 ) 

+ 2r o v ! ^(x ' 2 -x" 2 ) - 4 V 2 [i + 2 (v j /v 2 )r 0 ] 1/2 K X * X ' . (18) 

The expression for V c becomes quite cumbersome since the terms in x ‘ and x will generate 
further second-order terms. Retaining all second-order terms, we obtain 


[i + 2(v 1 /v 2 )r 0 l 1/2 r r 

v b + v b W + v;V 1 Cx" + (!)(i/v b ) £ 2 (x" 2 +x' 2 ) + v; C^Vi(x' 2 -x" 2 ) 

, ["W^J , .mr; , (i\ [ 1 *2(v 1 /v.)r.] 

2 V 3 V 2 5 X \ 2 ) ^3 V 1 5 X - \ 2 ) v 3 - 


r o V t V 2 5 2 x" X' 


- 2 


[i+2(Vi/v 2 )r 0 ] 1/2 


(19) 


V, l€x x' 


where v b = (v 2 +v 1 r o ) is the bias voltage on the crystal. Equation 19 may be somewhat simplified 
if we assume that ) < 1, and then disregard terms containing (vjv 2 ) of higher order than two. 
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Then Equation 19 becomes 


v c = v b + 


[l+2(Vi/V 2 ) r o] 


1/2 r 

V 2 + vr v i £x" + (1) (i/v b ) £ 2 (x" 2 +x' 2 ) 


+ VT v i &(x' 2 - x" 2 )- ( 4 ) 


n [i + 2 ( v i/v 2 )r 0 ] 


[i + 2 (v 1 /v 2 )r 0 ] 


1/2 


V 3 V 2 2 £ 2 y 2 - 2 ^ — V 2 K X - *" • (20) 


If (v l /v 2 )r 0 <(i/2), we may write 


v = 


v b + W +r o tx* + (4) ( 1/v b) £ 2 (x ,/2 + x' 2 ) +r o ^(x' 2 ”*" 2 ) " (?) ( l/v b) t> 2 x' 2 ' 2 ^xx\21) 


SIGNAL DETECTION WITH BALANCED BRIDGE 

The next consideration is the so-called balanced-bridge case in which the microwave bridge 
is completely balanced except for a small unbalance in phase or amplitude to detect the dispersion 
or absorption signal. The resultant voltage at the detecting crystal is now small enough for opera- 
tion of the crystal in the square-law region. Ordinarily, a magic ,f T tr microwave bridge (Figure 1) 
lends itself readily to this type of operation, although there is obviously no reason why the bridge 
shown in Figure 2 cannot also be used for balanced bridge operation. The nomenclature developed 
for Cases 1 and 2 can therefore be easily transferred to the case of balanced bridge operation with 
no crystal bias. The voltage V 2 now simply becomes the voltage in the detecting arm of the crystal 
due to the power emanating from the reference arm of the bridge. Voltage v 1 is again the voltage 
due to the microwave power incident on the cavity. 

Case 3: Balanced Bridge, Absorption 

To observe the x " signal, we let cj> = 180 degrees in Equation 12 and make v 2 - V l r o so that 
( V 2 -Vj/v 2 « 1 and the resonance signal AV meets the condition AV « (v 2 - V 2 r () ) . Then the ex- 
pression for V c will be the same for both Cases 1 and 3, except that the crystal bias (v 2 + v x r o ) of 
Equation 14 now becomes the bridge unbalance (Vj r o - v 2 ) . 

Case 4: Balanced Bridge, Dispersion 

Detection of for balanced-bridge operation is made with v 2 = v, r o , v 2 « AV, <t> - A$ +n, 

« 1. Referring again to Equation 12, we have 

v c = - v 2 (i + + V,r 0 + (i-r 0 )v 1 « x * + j*') - (i-rjv^f** +j*') 2 • (22) 
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Using the balance condition (v x r Q - v 2 ) = 0, we get for the magnitude of the voltage at the crystal 


v c - &£V 2 - ix‘ + (-5) M>ix" + (-2) £ 2 4v 2 “ (l) ^ 2 x " 2 

+ (-5) ^M>{x ' 2 ~x" 2 ) + 2 Z€x" x' + (j) (i/v 2 ) £ 2 x" x' . (23) 

where terms in first order of are retained, and as before, of second order in and x ". Note 
here that the bridge unbalance to first order is jA£v 2 . 

In Equations 14, 21, and 23, it can be seen that there is an admixture of dispersion and absorp- 
tion for all cases, as already shown by Weger (Reference 1). However, Weger’s analysis does not 
include second-order quantities shown in Equation 12 which are the result of the binomial expansion 
of Equation 7. Consequently, Cases 3 and 4, which correspond to Weger's Cases 2 and 3, respectively, 
differ in the number and magnitude of the higher-order terms containing and x " • For example, 
Case 3 can be compared with Weger’s Case 2— the detection of y" by the balanced-bridge method. 
Weger concludes that a pure signal may be obtained by making the bridge unbalance large enough, 
(e.g., X ' 2 /V b - 0). Equation 14, however, clearly shows a term £<f(y' 2 -y" 2 ), which cannot be elim- 
inated by changing the bridge balance. 


OPTIMUM CAVITY REFLECTION COEFFICIENT AT 
RESONANCE AND CRYSTAL CHARACTERISTICS 

So far we have considered the voltage V c incident on the crystal, but not the crystal response. 
Let the response law be assumed to have the form 

I a P b m a V b 2m = V b " , (24) 

where P b is the microwave bias power incident on the crystal, v b the corresponding microwave 
voltage, and I the rectified crystal current. The crystal response to a small signal in the presence 
of a large signal, V b , with I = f(V) expanded in a Taylor’s series and with only the first term re- 
tained will be 


AS * nV b n_1 AV , 


(25) 


where AS is the detected signal current and AV, the change in microwave voltage due to resonance. 
The microwave bias voltage is derived either from the proper adjustment of the attenuator in the 
bias arm in Cases 1 and 2 or from the bridge unbalance in Cases 3 and 4. Table 1 summarizes the 
crystal biases and the resonance signals for the four cases. For Cases 1 and 2 the response AS of 
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Table 1 


Crystal Biases and Resonance Signals.* 


Case 

Crystal bias, V b 

Resonance signal, AV 

1 

( V 2 +V 1 r o) 

W 

2 

( V 2 +V i r o) 

[i + 2 ( v i/v 2 )r 0 ] 1/2 (v 2 +Vj r 0 ) _1 i x ‘ = £*' 

3 

( V i r o-V 2 ) 

ix" 

4 

A 4>v 2 = AjWj r 0 

- Cx' 


*See Equations 20, 21, and 23* 


the crystal to Av will be the same; i.e., 

AS « n(V 2 +V 4 r o )»l V x (l -T 0 2 ) (Q u /2)4t tt *" , 

and similarly, for the detection of y' m Maximizing AS with respect to r o , we find 

_ (ZiAjj /( v 2/ v i) 2+ ( n2 ~ 0 

°max ( n + 1) ± \ ( n + l) 2 


(26) 


(27) 


The optimum reflection coefficient for Case 3 is given by Equation 27 except that the first term is 
now positive. Case 4, interestingly enough, yields for the optimum r o , 


r o ma * = /(n-l)/(n + l) . (28) 

Table 2 summarizes the values for the optimum reflection coefficient for the four cases considered 
above. 

Goldsborough and Mandel have correctly pointed out the critical importance of the crystal re- 
sponse law on the optimum value of r o (Reference 2). We have shown that this optimum value also 
depends on the ratio of the power in the sample and reference arms of the microwave bridge. The 
result is only partially appreciated in the calculations of Goldsborough and Mandel, because in their 
case (magic "T" microwave bridge) the power incident on the sample and that on the reference arm 
bear a constant ratio to each other. However, the "bias arm" microwave bridge configuration 
allows independent variation of power incident on the sample and the reference arm. In this case 
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Table 2 


Values for Optimum Reflection Coefficient. 


Case 

Optimum reflection coefficient. 

r 

Omax 

n = 2* 

n = it 

1 and 2 

" (1/3)(V 2 /V 1 ) ±(1/3) [(Vj/Vj) 2 + 3] V2 

0 , -(V 2 /V t ) 

3 

+ ( 1/3) (V 2 /Vj) ±(1/3) [( V 2 /Vj] 2 + 3 ] 1/2 

— 

4 

/(1/3) 

— 


♦Although for Cases 1 and 2 detection is no longer ''square law,'’ the exponent n in Equation 24 is not necessarily 1; we 
have given the result for n - 2. Cases 3 and 4 are assumed to be strictly "square law.” 

"Linear operation” applies to n = 1, and should apply to Cases 1 and 2 only. 


the optimum reflection coefficient becomes a function of .* We also notice the interesting 

result that in Case 4— observation of x with a balanced bridge— the optimum r o is independent of 
(v 2 / v i) . This is the only case in which Feher T s calculation (Reference 3) is strictly correct. 
Furthermore, Goldsborough and Mandel T s apparent tacit assumption— that the optimum reflection 
coefficient for Cases 3 and 4 is the same— is proved incorrect. 


CONCLUSIONS 

The EPR signals obtained from a paramagnetic sample in a microwave bridge used either in 
the balanced bridge or "bias arm” configuration have been examined. Considerations of sensitivity 
aside, the observation of x i n the "bias arm" arrangement has the advantage that it can suppress 
all interference from first-order terms by simply increasing the bridge unbalance (Equations 21 
and23.)t In the observation of x , both types of bridge operation have interference signals that 
cannot be eliminated (Equation 14), for we find interference terms of order x " 2 and x 2 . These 
second-order terms are both independent of and dependent on bridge balance. Here again, bridge- 
balance sensitive terms may be reduced by increasing the bridge bias (Case 1) or by increasing the 
bridge unbalance (Case 3). However, Equation 14 clearly shows that bridge bias operation allows 
the reduction of interference terms to negligible proportions. 

Crystal detection and crystal operation in the linear and square-law range of the crystal de- 
tector has occasioned some confusion in EPR literature. Goldsborough and Mandel have correctly 


*( V 2A 1 ) 2 is directly proportional to the power ratio in sample and reference arm, respectively, if the waveguides are properly termi- 
nated and the cavity matched. However, this may not be the case; in fact for optimum signal, P Q / 0 for some cases. 

* However, Weger^ gives a method whereby x ' can be detected in the balanced bridge operation without interference terms. 
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pointed out (Reference 2) that the paramagnetic signal is always detected linearly to the first order. 
However, the relatively large (i.e., relative to the signal) bias voltage on the crystal (derived either 
from a bridge unbalance or a separate bias arm arrangement) may be detected in the square-law 
region of the crystal characteristic. In addition, if the bias voltage is sufficiently large, it may 
also be detected in the so-called "linear region." It seems debatable whether crystal detection for 
large bias voltage is linear. A cursory check on a 1N23WE crystal (see Appendix A) operated in 
the linear range in a Varian electron spin resonance (ESR) spectrometer with a crystal bias current 
of approximately 250/xa shows the response of the crystal to be far from linear. Hence, operation 
of the bridge in the linear region will require an optimum cavity reflection coefficient which is not 
necessarily zero but will be more generally that given in Equation 27. 


Goddard Space Flight Center 
National Aeronautics and Space Administration 
Greenbelt, Maryland, July 26, 1967 
120-33-01-11-51 
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Appendix A 


1N23WE Crystal Characteristics 


The crystal characteristic of a 1N23WE diode was checked in the 3.4- to 2000-microwatt 
range. This large power range could not be covered with a single detecting instrument. Figure A1 
shows the detecting circuits used. It is usually stated in the literature that rectified crystal cur- 
rent is proportional to the RF power for power levels less than 10 -5 watt, and proportional to the 
square root of the RF power for power levels greater than 10" 4 watt (Reference 3). Very little 
experimental data are given in support of these figures. The usual source is Robbins and Black 
(Reference 8), who investigated silicon rectifiers designed for centimeter wavelength at 50 Hz and 
200 MHz. 

It is difficult to see how data obtained at 200 MHz can be extrapolated with any confidence to 
10,000 MHz. Curve A in Figure A1 was taken in a power range used in Varian Associates electron 
spin resonance spectrometers at a frequency of 9.7 GHz. The audio detecting circuit is almost 
identical to the Varian Associates audio input circuit. The recommended bias current of 250 mi- 
croamperes supposedly results in linear operation of the crystal (1N23F in the Varian V-4500-41A 
X-band microwave bridge). Curve A shows that operation in the 100- to 300- microampere region 
is approximately square-law (actually laV 2 * 5 ). In fact, linear operation is not closely approached 
in the range from 10" 3 to 10“ 4 watt; therefore, the author’s misgivings about calculations of the 
optimum cavity reflection coefficient in the ’’linear region” are justified. However, the experimental 
curves in Figure A1 should be used with caution, since crystal characteristics are a function of the 
dc load impedance (Reference 8). This is also evident if one compares Curves A and B in the 160- 
microwatt region. 
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